1. Introduction {#s0005}
===============

Lignocelluloses are the most abundant renewable bioresource in the world. The cellulase, which has been widely used in the food processing, is the critical enzyme which could catalyze cellulose to oligosaccharides and glucose ([@b0115], [@b0080], [@b0125], [@b0005]). In fact, the cellulase is a system consisting of endoglucanases, exoglucanases, and β-[d]{.smallcaps}-glucosidases, all of which hydrolyze crystalline cellulose synergically. The cellulase activities are always measured using insoluble cellulose. The heterogeneity of insoluble cellulose and the complexity of the cellulase system cause formidable problems in measuring total cellulase activity ([@b0105], [@b0040], [@b0075], [@b0055], [@b0060], [@b0045]). The most common total cellulase activity assay is the filter paper assay (FPA) using Whatman No. 1. filter paper as the substrate, which was established and published by the International Union of Pure and Applied Chemistry (IUPAC) ([@b0145], [@b0015]). The main idea of the IUPAC method is that cellulase must be diluted until the amount of product plotted against cellulase concentration is reasonably linear. The assay requires a fixed amount (2 mg) of glucose released from a 50-mg filter paper (1 × 6 cm). A series of cellulase dilution solutions is required to achieve a fixed degree of hydrolysis ([@b0065], [@b0030]).

Though the IUPAC method is accepted worldwide, there are still some shortcomings for FPA assays, such as labor-intensiveness, low-throughput, and requiring a large quantity of substrate, cellulase and chemicals. Several methods were developed for the purpose of high-throughput cellulase activity screening these years ([@b0025], [@b0070], [@b0140], [@b0085], [@b0095], [@b0120]). Decker found that replacing the filter paper with Solka-floc, Sigmacell-20, Avicel and cotton linters, the assay for a rather similar substrate in hydrolytic properties to the filter paper could be automated on a Cyberlabs C400 robotics deck ([@b0010], [@b0050]). Berlin used the disk made from yellow poplar to estimate the hydrolysis of cellulose to glucose in a 96-well microplate. The assay shows considerable time and cost benefits over the standard assay ([@b0020]). Chundawat developed a procedure with the 96-well Biomass Conversion Research Lab microplate method for the high-throughput assay of cellulase. The entire procedure was automated using a robotic pipetting workstation ([@b0035]). The above works are all developed for high-throughput screening, so the preciseness of the method was not given prior consideration ([@b0100], [@b0090]).

Xiao *et al*. ([@b0135]) developed a high-throughput assay to determine cellulase activity called the microplate-based filter paper assay (MFPA). In the MFPA, cellulase (20 μl) is added to microplate wells containing pieces of filter paper with a diameter of 7 mm and sodium citrate buffer. After incubation for 60 min at 50 °C, DNS reaction is used to measure the amount of glucose released. The MFPA can be used to rapidly assay a large number of samples. Despite the reactions being performed in different vessels, parts of the procedures of the IUPAC assay and MFPA are similar, such as hydrolysis of filter paper by cellulase followed by DNS reaction. However, there are two distinctions between the IUPAC assay and MFPA. First, the amount of cellulase that could release ∼2 mg or ∼128 μg of glucose is used in the MFPA, while exactly 2 mg of glucose is required in the IUPAC assay. Second, the IUPAC assay estimates the concentration of enzyme that would have released exactly 2.0 mg of glucose by plotting glucose liberated against enzyme concentration, while one hydrolysis point at about 2 mg or 128 μg of glucose released is determined to calculate the FPA of cellulase in the MFPA. The hydrolysis of filter paper catalyzed by cellulase is not a linear reaction. Therefore, the amount of glucose released needs to be fixed to guarantee accuracy for different operators. The principles of the IUPAC assay achieve a fixed amount of glucose release. In this work, we combine the principles of the IUPAC assay and the reaction system of the MFPA. The FPA of six cellulase preparations are measured following the concept of the IUPAC assay, in which the cellulase is diluted to determine the hydrolysis of a fixed amount of glucose, in the reaction system of the MFPA. The goal of this research is to evaluate the possibility to substitute the standard IUPAC assay with a microplate-based approach for batch assays to determine the FPA of cellulase samples to increase efficiency without sacrificing accuracy.

2. Materials and methods {#s0010}
========================

2.1. Substrates {#s0015}
---------------

Whatman No. 1 filter paper was cut into 1.0 × 6.0 cm strips with a paper cutter for the IUPAC and into circles with a diameter of 5.0 mm with an office paper punch for the 96-well microplate assays.

2.2. Cellulases {#s0020}
---------------

Cellulases from six different manufacturers are Cellulase Youtell, Cellulase RCconc, Cellulase Lerkam, Cellulase Yishui, Cellulase R-10, and Cellulase Sinopharm.

2.3. Determination of filter paper activity {#s0025}
-------------------------------------------

The IUPAC method was performed essentially according to the procedure prepared by Ghose ([@b0065]).

At first, 1 ml of 0.05 M Na-citrate buffer, pH 4.8 and 1 × 6 cm filter paper were added to a test tube. Then, 0.5 ml of diluted cellulase was added to the tube. At least two dilutions must be made of each cellulase sample. One dilution should release slightly more and the other one slightly less than 2.0 mg of glucose. The tubes were incubated at 50 °C for exactly 60 min. At the end of the incubation, each tube was removed from the 50 °C bath and the cellulase reaction was stopped by immediately adding 3.0 ml of DNS reagent. All tubes were boiled for exactly 5.0 min in a vigorously boiling water bath. Finally, after the colored solution was diluted with 20 ml of H~2~O, the absorbance at 540 nm was measured.

The microplate-based assay was performed in a 96-well PCR plate. The cellulase preparations were diluted gradiently to get a fixed amount of 80 μg glucose released between two dilutions. Then, the FPA was calculated with the Formula B.

The other part of the assay follows MFPA process basically. A 20 μl aliquot of each diluted cellulase was added into wells containing a 7-mm diameter filter paper disk and 40 μl of 50 mM Na-citrate buffer, pH 4.8. After 60 min of incubation at 50 °C, 120 μl of DNS was added into each reaction and incubated at 95° for 5 min. All incubations were performed in a Peltier Thermal Cycler (MJ Research, PTC-200). Finally, a 36-μl aliquot of each sample was transferred to the wells of a flat-bottomed plate containing 160 μl of H~2~O, and the absorbance at 540 nm was measured.

2.4. Calculations {#s0030}
-----------------

### 2.4.1. IUPAC {#s0035}

Estimation of the concentration of cellulase which would have released exactly 2.0 mg of glucose by means of a plot of glucose liberated against cellulase concentration was done. To find the required cellulase concentration, two data points were taken, which are very close to 2.0 mg, and a straight line was drawn between them to find the cellulase dilution that would produce exactly 2.0 mg glucose equivalents of reducing sugar. Then, the dilutions were translated into concentrations:$$\text{Cellulase\ concentration\ to\ release}\mspace{6mu}\mspace{6mu} 2.0\mspace{6mu}\text{mg}\mspace{6mu}\text{glucose} = 1/\text{Dilution}$$FPA was calculated as$$\text{FPA}(\text{I}) = 0.37/\text{Cellulase\ concentration\ to\ release}\mspace{6mu} 2.0\mspace{6mu}\text{mg}\mspace{6mu}\text{glucose}$$

### 2.4.2. Microplate-based assay {#s0040}

Relative to the amount of glucose equivalents expected to be produced in IUPAC, the absolute amount of glucose released in the microplate-based assay at the critical dilution is 80 μg. The estimated amount of cellulase which releases 80 μg glucose contains 0.37 units, the same as that of IUPAC. So the FPA could be calculated as$$\text{FPA}(\text{M}) = 0.37/\text{Cellulase\ concentration\ to\ release}\ 80\mspace{6mu}\mu\text{g}\mspace{6mu}\text{glucose}$$

3. Results and discussion {#s0045}
=========================

3.1. Measurement of FPA with IUPAC method {#s0050}
-----------------------------------------

FPAs of six commercial cellulases were measured with the IUPAC method in this work. After each cellulase was diluted gradiently, the Whatman No. 1. filter paper was hydrolyzed with diluted cellulase in a 1.5 ml reaction system. Then the concentrations of cellulase which released exactly 2.0 mg of glucose were determinated by plotting glucose liberated against cellulase concentration. The FPA of each cellulase preparation was measured fourteen times. The activities of six cellulase preparations were obtained with the Formula A. The results of one series of cellulase preparation are shown in [Fig. 1](#f0005){ref-type="fig"} and [Table 1](#t0005){ref-type="table"}. The results of other thirteen parallel samples are not shown here. It is shown that 2 mg of glucose could be obtained by plotting glucose against cellulase concentrations at two suitable dilutions. The cellulase Youtell has the highest FPA (69.9 IU), while the cellulase Sinopharm has the lowest FPA (7.7 IU/ml). The average activities of fourteen parallel tests of six cellulase preparations are shown in [Table 3](#t0015){ref-type="table"}. It is shown that the activities of six cellulases ranged from 7 IU/ml to 70 IU/ml, which cover the scope of PDA of common commercial cellulases.

3.2. Measurement of FPA with microplate-based assay {#s0055}
---------------------------------------------------

After the cellulase preparations were diluted gradiently in microplate, the FPA were measured with microplate-based assay. The amount of cellulase releasing 80 μg of glucose in the well of microplate was fixed. Each FPA of six cellulases was measured fourteen times. PDAs of a series of six cellulase preparations are shown in [Fig. 2](#f0010){ref-type="fig"} and [Table 2](#t0010){ref-type="table"}. The average activities of six cellulase preparations are shown in [Table 3](#t0015){ref-type="table"}. It is shown the cellulase concentration releasing exactly 80 μg glucose could be obtained by means of plotting glucose against cellulase concentration. Formula B, which is different from that in Xiao's work, was applied to calculate FPA. Formula B is similar to that of IUPAC (Formula A) because they come from the same idea to dilute gradiently and fix a certain amount of glucose release ([@b0110]).

3.3. Comparison of the IUPAC and microplate-based assay {#s0060}
-------------------------------------------------------

A *T*-test is performed on the data shown in [Table 3](#t0015){ref-type="table"}. It is shown that there was no significant difference at the 95% confidence level between FPAs of six cellulases determined with IUPAC and microplate-based assay. It could be concluded that the FPA of cellulase could be determined accurately with microplate-based assay same as that with IUPAC in a wide range (7--70 IU/ml). However, in the case of measurement of a large amount of cellulase preparations, there would be a huge amount of solution delivery work. It is labor-intensive with the IUPAC method because the cellulase or buffer solutions would have to be delivered again and again among the tubes. For the microplate-based assay, the solution could be delivered easily with a multichannel pipettor. For example, it needs 96 times to deliver the buffer or diluted solution into 96 tubes in the IUPAC method, while it costs only 8 times to deliver the same solution into 96 wells in the microplate-based assay. It is much more efficient for solution delivery, which leads to higher deficiency to measure FPA in the microplate-based assay ([@b0130]).

4. Conclusion {#s0065}
=============

The procedure and calculation for measuring the FPA with microplate-based assay were studied in this work. The FPAs of six cellulases were determined following the idea of IUPAC in microplate. The microplate-based assay has the same accuracy and much more efficiency compared with that of IUPAC. It would be an alternative method to measure the FPA of cellulase with the microplate-based assay in future.
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![The curves for fixing the cellulase concentration that produce 2 mg of glucose release with IUPAC. (A) Youtell, (B) RCconc, (C) R-10, (D) Lerkam, (E) Yishui, (F) Sinopharm. ^∗^Only a series of results within 14 parallel tests of each cellulase are shown in Figs.1 and [2](#f0010){ref-type="fig"} and [Table 1](#t0005){ref-type="table"}, [Table 2](#t0010){ref-type="table"}.](gr1){#f0005}

![The curves for fixing the cellulase concentration that produce 80 μg of glucose with the microplate-based assay. (A) Youtell, (B) RCconc, (C) R-10, (D) Lerkam, (E) Yishui, (F) Sinopharm.](gr2){#f0010}

###### 

A series of FPAs of six cellulase preparations with the IUPAC method.

              Cellulase dilution   Cellulase concentration   FPA (IU/ml)
  ----------- -------------------- ------------------------- -------------
  Youtell     189                  0.0053                    69.9
  RCconc      130                  0.0077                    48.1
  R-10        109                  0.0092                    40.7
  Lerkam      63                   0.0159                    23.3
  Yishui      24                   0.0442                    8.4
  Sinopharm   21                   0.0476                    7.7

###### 

A series of FPAs of six cellulase preparations with the microplate-based assay.

              Cellulase dilution   Cellulase concentration   FPA (IU/ml)
  ----------- -------------------- ------------------------- -------------
  Youtell     179                  0.0056                    69.8
  RCconc      122                  0.0082                    47.4
  R-10        128                  0.0078                    44
  Lerkam      77                   0.01299                   24.6
  Yishui      16                   0.0625                    8.2
  Sinopharm   21                   0.0476                    7.7

###### 

Comparison of FPAs of fourteen parallel tests determined with IUPAC and microplate-based assay.

  Sample      FPA with IUPAC (IU/ml)   PFA with microplate-based assay (IU/ml)   *t*-Value
  ----------- ------------------------ ----------------------------------------- -----------
  Youtell     67.4 ± 2.6               67.9 ± 3.1                                0.46
  RCconc      45.7 ± 0.9               46.0 ± 1.6                                0.61
  R-10        46.4 ± 1.5               46.1 ± 1.8                                0.48
  Lerkam      26.9 ± 2.0               27.4 ± 1.9                                0.68
  Yishui      7.0 ± 1.2                7.6 ± 1.1                                 1.38
  Sinopharm   8.9 ± 1.3                8.0 ± 1.0                                 2.05

*T*-test: data obtained from the microplate-based assay were compared with those obtained from IUPAC among six cellulase preparations. The calculated *t*-values which are below the critical *t*-value of 2.06 at the 95% confidence level and DF = 26.
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